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ABSTRACT:	  	  The	  procedure	  defined	  below	  was	  established	  to	  indentify	  APDs	  as	  
installed	  or	  on	  the	  bench	  that	  are	  grossly	  malfunctioning	  (drawing	  microamperes	  of	  
current	  on	  any	  given	  part	  of	  the	  array).	  It	  is	  also	  useful	  to	  monitor	  changes	  to	  the	  
APD	  characteristics	  during	  cleaning	  or	  coating	  processes.	  This	  technique	  DOES	  NOT	  
in	  anyway	  supplement	  the	  electrical	  characterization	  testing	  done	  by	  Hamamatsu	  or	  
QA	  measurements	  performed	  at	  Caltech.	  APDs	  that	  demonstrate	  gross	  errors	  on	  this	  
tester	  or	  data	  read	  back	  issues	  invisible	  to	  these	  measurements	  are	  sent	  to	  Caltech	  
for	  a	  full	  evaluation.	  

	  
	  

SETTING	  UP	  THE	  ELECTROMETER:	  
The	  Input	  (BNC),	  HV	  (Black	  and	  RED)	  and	  power	  (brown)	  cables	  should	  be	  
connected	  to	  the	  back	  of	  the	  electrometer	  as	  shown	  in	  the	  picture	  below.	  	  For	  
connection	  to	  a	  external	  control	  laptop	  also	  connect	  the	  NI	  GPIBtoUSB	  adapter.	  

	  
	  

Tie	  the	  input	  ground	  (green),	  input	  return	  (black)	  and	  HV	  return	  (black)	  together	  as	  
shown	  below.	  



	  
	  
	  
	  
	  
	  
Connect	  the	  green	  pin	  out	  board	  to	  the	  APD	  of	  interest.	  The	  red	  HV	  input	  lead	  is	  
connected	  to	  the	  HV_IN	  pin	  and	  the	  red	  test	  probe	  is	  connected	  to	  the	  pixel,	  column	  
or	  APD	  array	  depending	  on	  the	  pinout	  board	  used.	  

	  
	  

Connect	  the	  USB	  end	  to	  the	  NI	  GPIBto	  USB	  adapter	  to	  the	  control	  computer	  with	  
properly	  installed	  drivers.	  



	  
	  
	  
	  
	  
	  
	  
	  
	  
	  
Power	  on	  the	  Keithly	  Electrometer.	  It	  should	  boot	  up	  as	  shown	  below.	  

	  
	  
	  

TAKING	  DATA	  WITH	  THE	  FNAL	  CONTROL	  MACBOOK:	  
	  



From	  the	  Desktop	  launch	  either	  the	  “APD	  IV”	  (Voltage	  ramp	  to	  375,	  20	  sec	  total	  test	  
time)	  or	  “APD	  Soak”	  (Voltage	  hold	  and	  current	  monitor)	  from	  the	  icon.	  	  

	  
	  

Follow	  the	  on-‐screen	  prompts	  like	  those	  shown	  below.	  

	  
	  

A	  terminal	  will	  launch	  and	  look	  like	  the	  following	  for	  “APD	  IV”	  
	  



	  
	  

The	  user	  can	  rerun	  the	  test	  with	  a	  new	  APD	  by	  clicking	  the	  “Continue”	  button	  on	  the	  
dialog	  box	  shown	  below	  

	  
	  
	  
The	  “APD	  soak”	  test	  looks	  like:	  



	  

	  
Use	  Crtl-‐C	  to	  pause	  the	  soak.	  
	  
Data	  from	  both	  tests	  are	  stored	  in	  the	  Desktop	  directory	  “APD”	  under	  the	  Data	  and	  
Report	  directory	  as	  time	  stamped	  files.	  
	  

	  


